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摘 要:建立了全自动固相萃取 －三重四级杆串联质谱同时测定沉积物中 27 种多氯联苯的分
析方法。样品经 1:1(体积比)丙酮正己烷超声提取后经全自动固相萃取仪净化，采用气相色谱 /
三重四级杆串联质谱在多反映监测模式(MＲM)下进行测定。在 MＲM 模式下用两对离子对对
多氯联苯进行分析，对母离子进行了碰撞能优化;27 种多氯联苯的线性范围为 2 ～ 200 μg /L，线
性的相关系数(r2)﹥ 0. 9945，方法检出限在 0. 023 ～ 0. 060 μg /kg 之间，加标回收率为 84. 0% ～
118%，相对标准偏差﹤ 6. 5%。
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Determination of polychlorinated biphenyls in sediment by automatic
solid phase extraction and chromatography coupled with triple
quadrupole tandem mass spectrometry
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Xianmen 361000;3． College of the Environment and Ecology，Xiamen University，Xiamen 361102)
Abstract:An analytical method was established for simultaneous determination of 27 polychlorinated
Biphenyls (PCBs)residues in sediment by automatic solid phase extraction and gas chromatography
coupled with triple quadrupole mass spectrometry (GC /MS /MS)． The samples were extracted with
acetone hexane，cleaned up by automatic solid phase extracter，then analyzed by GC /MS /MS using
multiple reaction monitoring (MＲM)mode． As the results showed，27 PCBs were analyzed in the
MＲM mode using two pairs of ions． The collision energy of the parent ion was optimized． The liner
range of 27 PCBs were all larger than 0. 9945，the method detection limits (MDLs)were form 0. 023
μg /kg to 0. 060 μg /kg，the average recovery rate were in the range of 84. 0% ～ 118% and the ＲSD
were less than 6. 5% ． The method was proved to be highly automated，simple，selective with good











第 9 期 陈秋兰等:全自动固相萃取 －气相色谱 /串联质谱法测定沉积物中的多氯联苯
PCBs 在河流、河口、湖泊及海域沉积物中普遍
存在。
























器科技发展公司);Trace 1310 – TSQ 8000
Triple Quadrupole MS 型气相色谱 － 三重四级杆
串联质谱联用仪(美国 Themol Fish Scientific 公
司)，50 m × 0. 25 mm × 0. 25 μm DB-5MS 石英
毛细管柱(美国 Agilent Technologies);Florisil 固
相萃取柱(1000 mg /L，上海安谱公司)实验中所
用玻璃器皿使用前均经 450℃高温灼烧 4 h 后
冷却备用。
溶剂丙酮、正己烷(色谱纯);无水硫酸钠




4000r /min的速度离心 10 min，弃去上清液，下层沉
积物装入聚乙烯离心管中密封，在 － 4℃冰箱中保
存备用。
27 种 PCBs 的标准品(纯度 ＞ 95. 0%，德国奥
格斯堡公司)，取适量的标准品配制成 100 μg /mL
储备液，－ 20℃以下保存。使用时，用正己烷稀释




称取沉积物样品 5. 00g置于 80 mL离心管中，
加入 5g无水 Na2SO4、2g 铜粉混匀，加入一定量的
目标物，为了使目标物充分吸附于沉积物上达到一
个自然吸附的过程，静置 24 h。加入 20 mL 1:1
(体积比)丙酮 －正己烷，振荡混匀，超声辅助萃取
10 min后以 4000r /min的速度离心分离 10 min，取上
清液于 100 mL梨形瓶中，残留物加入 20 mL 1:1(体




脱液在 30℃水浴中小流量氮气吹脱浓缩到约 1 mL，
然后用约 5 ～10 mL正己烷溶剂洗涤吹托管管壁，再
用小流量氮气浓缩至体积约为0. 4 mL，最后用正己烷
定容至 1. 0 mL，待仪器进样分析。
表 1 全自动固相萃取仪净化程序








Probe rinsing Hexane 10 120 120
Condition 1 Hexane 3 20 0． 5
Condition 2 Hexane 5 20 1
Load Extract 5． 5 10 0． 8
Probe rinsing Hexane 5 20 2
Ｒinse ＆ collect 1:9(V /V)actone － hexane 2 20 0． 5
Elution ＆ collect 1:9(V /V)actone － hexane 10 20 1
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1. 3 检测条件
色谱检测条件:载气为高纯 He，恒流模式，流
速 1. 2 mL /min;进样口温度为 260℃;不分流进样，
进样量 2. 0 μL;柱箱升温程序:初始温度 80℃，保
持 2 min;10℃ /min 升至 220℃，保持 2 min;再以
10℃ /min 升至 280℃，保持 2 min;最后 10℃ /min



















PCB 8 99. 0 17. 14 222. 0→152. 0 223. 9→151. 9 24 /26
PCB 18 98. 5 18. 26 257. 9→186. 0 257. 9→223. 0 42 /32
PCB 28 96. 5 19. 59 257. 8→186. 0 257. 8→188. 0 26 /26
PCB 52 99. 0 20. 46 291. 8→256. 9 291. 8→222. 0 28 /12
PCB 44 99. 8 20. 97 291. 9→222. 0 291. 9→256. 9 26 /26
PCB 66 99. 0 22. 06 291. 9→221. 9 291. 9→219. 9 24 /26
PCB 101 99. 0 22. 60 325. 8→255. 9 325. 8→290. 8 28 /14
PCB 81 99. 5 23. 28 291. 9→220. 0 291. 9→221. 9 24 /30
PCB 77 99. 8 23. 51 291. 8→220. 0 291. 8→222. 0 24 /26
PCB 123 99. 0 23. 96 325. 8→255. 9 325. 8→253. 9 28 /28
PCB 118 99. 5 24. 05 325. 8→255. 9 325. 8→253. 9 26 /28
PCB 114 99. 0 24. 29 325. 8→253. 9 325. 8→255. 9 26 /28
PCB 153 99. 0 24. 51 359. 7→289. 8 359. 7→324. 8 30 /16
PCB 105 97. 0 24. 64 325. 9→255. 9 325. 9→253. 9 26 /30
PCB 138 98. 5 25. 17 359. 8→289. 8 359. 8→324. 8 26 /12
PCB 126 99. 0 25. 46 325. 8→255. 8 325. 8→253. 9 28 /30
PCB 187 98. 8 25. 53 395. 7→360. 8 395. 7→323. 8 14 /32
PCB 128 99. 0 25. 90 359. 8→289. 8 359. 8→287. 7 30 /30
PCB 167 98. 5 25. 90 359. 8→289. 8 359. 8→287. 8 28 /26
PCB 156 99. 0 26. 53 359. 8→289. 8 359. 8→287. 9 26 /32
PCB 157 98. 5 26. 97 359. 8→289. 8 359. 8→287. 9 26 /32
PCB 180 99. 5 27. 63 395. 8→325. 7 395. 8→323. 8 28 /30
PCB 169 99. 0 27. 79 359. 8→289. 8 359. 8→287. 8 26 /30
PCB 170 99. 0 28. 56 395. 7→325. 7 395. 7→360. 8 28 /14
PCB 189 99. 0 28. 91 395. 7→325. 8 395. 7→323. 8 28 /30
PCB 206 99. 5 30. 52 463. 6→393. 6 463. 6→428. 7 30 /14
PCB 195 99. 0 30. 53 429. 7→359. 7 429. 7→394. 8 28 /14
2 结果与讨论
采用气相色谱 －三种四级杆串联质谱同时测






碰撞能确定 PCBs 的 SＲM 质谱条件，母离子、子离
























0. 994，如表 3 所示。
以沉积物为基底，对该方法的回收率和重现性
进行考察验证，分别平行称取 6 份沉积物，27 种
PCBs的加标水平为 5，50，100 μg /kg，按照实验预
处理方法处理样品，上机检测，外标法定量。设定
6 份平行的基底加标样品，按预处理后进行分析，
计算 6 次测定的标准偏差，根据 U． S． EPA method
508 方法［7］MDL = S × t公式计算方法检出限。
测定结果的相对标准偏差(ＲSD)和各 PCBs
的方法检出限 (MDLs)见表 3。可见，5，50，
100 μg /kg 3 种水平加标回收率分别为 86. 2% ～
108. 7%，90. 3% ～ 114. 3%，89. 4% ～ 113. 2%，
ＲSD(n = 6)分别为 2. 3% ～ 7. 2%，3. 2% ～ 6. 5%，
3. 2% ～ 6. 7%。 方 法 检 出 限 为 0. 023 ～
0. 060 μg /kg，回收率和重现性较好，所建立的方法
完全适合表层沉积物中 PCBs的分析。
表 3 标准曲线参数及样品加标回收率























PCB 8 2 ～ 200 0. 9948 90. 3 5. 7 94. 7 5. 9 98. 8 5. 4 0. 036
PCB 18 2 ～ 200 0. 9981 94. 2 2. 3 90. 3 4. 3 95. 9 3. 2 0. 030
PCB 28 2 ～ 200 0. 9982 108. 7 5. 2 102. 9 4. 9 110. 2 4. 3 0. 031
PCB 52 2 ～ 200 0. 9975 86. 2 6. 9 90. 5 4. 3 93. 8 5. 3 0. 039
PCB 44 2 ～ 200 0. 9980 94. 3 5. 8 93. 1 5. 0 89. 3 5. 7 0. 036
PCB 66 2 ～ 200 0. 9976 103. 2 5. 4 107. 3 4. 3 110. 2 5. 8 0. 042
PCB 101 2 ～ 200 0. 9972 91. 3 6. 3 97. 6 5. 1 98. 2 4. 9 0. 033
PCB 81 2 ～ 200 0. 9977 97. 3 3. 8 105. 5 4. 0 103. 8 4. 5 0. 036
PCB 77 2 ～ 200 0. 9975 101. 7 4. 6 114. 3 6. 5 110. 3 5. 1 0. 041
PCB 123 2 ～ 200 0. 9957 94. 3 5. 2 106. 2 4. 3 95. 4 5. 9 0. 047
PCB 118 2 ～ 200 0. 9973 106. 2 6. 0 103. 2 4. 4 113. 2 5. 0 0. 043
PCB 114 2 ～ 200 0. 9969 97. 2 3. 5 100. 5 5. 0 99. 3 5. 7 0. 043
PCB 153 2 ～ 200 0. 9973 88. 3 5. 2 97. 7 5. 1 95. 8 3. 4 0. 023
PCB 105 2 ～ 200 0. 9974 103. 2 3. 7 103. 8 3. 2 105. 3 5. 2 0. 060
PCB 138 2 ～ 200 0. 9982 93. 5 3. 0 91. 6 3. 3 94. 7 4. 9 0. 034
PCB 126 2 ～ 200 0. 9976 104. 2 4. 5 104. 3 4. 7 98. 7 6. 0 0. 023
PCB 187 2 ～ 200 0. 9975 93. 2 3. 4 91. 3 3. 6 93. 2 3. 2 0. 040
PCB 128 2 ～ 200 0. 9976 93. 8 4. 3 93. 8 4. 0 95. 9 4. 5 0. 042
PCB 167 2 ～ 200 0. 9978 98. 2 6. 2 97. 1 4. 9 94. 6 5. 3 0. 047
PCB 156 2 ～ 200 0. 9976 106. 4 4. 5 102. 3 6. 3 107. 2 4. 7 0. 048
PCB 157 2 ～ 200 0. 9977 98. 3 6. 0 105. 2 5. 7 110. 3 6. 3 0. 045
PCB 180 2 ～ 200 0. 9969 94. 5 4. 3 97. 2 4. 9 97. 2 5. 0 0. 039
PCB 169 2 ～ 200 0. 9974 105. 2 6. 0 110. 3 4. 1 102. 9 5. 5 0. 041
PCB 170 2 ～ 200 0. 9975 97. 8 5. 0 99. 3 3. 9 95. 3 5. 7 0. 047
PCB 189 2 ～ 200 0. 9979 91. 7 6. 4 95. 5 4. 8 96. 9 4. 8 0. 038
PCB 206 2 ～ 200 0. 9986 97. 2 5. 1 94. 6 4. 3 97. 2 4. 9 0. 038
PCB 195 2 ～ 200 0. 9981 91. 2 7. 2 93. 1 6. 5 89. 4 6. 7 0. 052
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示，有 9 种 PCBs被检出，检出浓度范围为 0. 057 ～
5. 11 μg /kg，检出的主要为 4 － 5 氯的中氯联苯，其
它低氯和高氯联苯的含量相对较少。
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